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Abstract A high-performance airborne water vapor differ-
ential absorption lidar has been developed during the past
years. This system uses a four-wavelength/three-absorption
line measurement scheme in the 935 nm H2O absorption
band to cover the whole troposphere and lower stratosphere
simultaneously. Additional high spectral resolution aerosol
and depolarization channels allow precise aerosol charac-
terization. This system is intended to demonstrate a future
space-borne instrument. For the first time, it realizes an out-
put power of up to 12 W at a high wall-plug efficiency us-
ing diode-pumped solid-state lasers and nonlinear conver-
sion techniques. Special attention was given to a rugged op-
tical layout. This paper describes the system layout and tech-
nical realization. Key performance parameters are given for
the different subsystems.

PACS 42.65.Yj · 42.68.Wt · 92.60.Jq

1 Introduction

The primary objective of the project WALES (derived
from WAter vapor Lidar Experiment in Space) of the DLR
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(Deutsches Zentrum für Luft- und Raumfahrt) was the
preparation of a space-borne mission to overcome the short-
comings of radio-sondes and passive satellite sensors in
mapping the global water vapor distribution. While the for-
mer do not cover the globe uniformly and do not provide
reliable water vapor observations in the upper troposphere
and lower stratosphere, the latter suffer from insufficient
vertical resolution and accuracy [1]. In contrast, a space-
borne multi-wavelength H2O-DIfferential Absorption Lidar
(DIAL) could provide global water vapor observations suit-
able for a reliable assessment of its temporal and spatial evo-
lution. These data would lead to an improved description of
climate processes in general circulation models (GCMs) and
to benefits in numerical weather prediction (NWP) [2].

The methodology of DIAL has been developed during
the late 1960s and 1970s, and a large number of studies ap-
peared in the following years, see [3, 4] for a review of the
principle of measurement and [5, 6] for an overview of ex-
isting systems. First proposals for a space-borne H2O-DIAL
dating back to the 1980s and 1990s [6, 7] suffered from a
high power-aperture product, driving the system costs and
lacking coverage of the upper troposphere. To overcome
these problems, a measurement scheme was developed at
DLR that uses four wavelengths in the 935 nm absorption
band of H2O, each one especially adapted to a restricted alti-
tude range of the atmosphere. Figure 1 shows the absorption
cross section of water vapor in this wavelength region near
ground and at 10 km altitude and indicates possible lines for
DIAL measurements. In this way, relatively large absorption
coefficients can be chosen, which allow for short averaging
times even at high noise levels, thus lowering the system’s
power-aperture product considerably [2, 9–11].

One major step undertaken during recent years to vali-
date the four-wavelength concept was the realization of an
airborne demonstrator. This instrument not only implements
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the basic multi-wavelength concept envisaged for a space
WALES but is also based on laser technologies which are
suited for in-space operation by using high-efficiency solid-
state lasers and nonlinear conversion techniques. Special at-

Fig. 1 H2O-absorption lines used for the WALES demonstrator. Ab-
sorption cross section data calculated from HITRAN 2006 [8] for sea
level conditions (solid line) and at 10 km altitude (dashed line) using
the US-standard atmosphere. Possible wavelengths of operation are in-
dicated by arrows, where the current system is able to use four at a
time

tention has also been given to a rugged optical layout avoid-
ing large resonators and long beam paths. The assembly of
the new instrument was finished in Summer 2007, and first
measurements were carried out on board the DLR research
aircraft Falcon F20 during the field experiments COPS (July
2007) [12], SAMUM II (Jan./Feb. 2008) [13], IPY-Thorpex
(Feb./Mar. 2008) [14], EUCAARI (May 2008), and T-PARC
(Aug./Sept. 2008). Results of these activities will be pre-
sented in separate publications.

2 Transmitter layout

The basic requirement for the transmitter system was to gen-
erate nanosecond single-frequency light pulses at four wave-
lengths between 935 and 936 nm having a total average
power in the range of 10 W. Based on the experience with its
precursor system [15, 16], it was decided to use an Nd:YAG
laser in master oscillator/power amplifier configuration fol-
lowed by two nonlinear conversion stages (see Fig. 2).

First, the radiation of the pump laser is frequency dou-
bled by a second-harmonic generator (SHG) and then con-
verted to a wavelength of 935 nm by an optical parametric
oscillator (OPO), both stages using potassium titanyl phos-
phate (KTP) as the nonlinear material. The output of the
OPO is repetitively switched between two wavelengths at a

Fig. 2 Block diagram and pulse
timing scheme of the
transmitter. Two identical chains
of lasers and non-linear
conversion stages are used to
generate pulsed radiation on
four selectable wavelengths
between 935 and 936 nm. Each
transmitter module is alternated
between two wavelengths at a
rate of 50 Hz. The time
difference �t between output
pulses of the transmitters may
be set to an arbitrary offset.
Currently a value of 5 ms is
used, resulting in an equidistant
pulse-train. Additionally, the
unused pump radiation at 1064
and 532 nm is transmitted to the
atmosphere for aerosol lidar
measurements
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Table 1 Transmitter performance parameters

Parameter Value

Repetition rate per laser 100 Hz

Pump laser pulse energy @ 1064 nm 400 mJ

Pump laser pulse energy @ 532 nm 220 mJ

System output @ 1064 nm 120 mJ (160 mJ)a

System output @ 935 nm 45 mJ (60 mJ)a

System output @ 532 nm 75 mJ (100 mJ)a

Pulse length @ 1064 nm 8 ns (FWHM)

Pulse length @ 935 nm 5.5 ns (FWHM)

Pulse length @ 532 nm 7.5 ns (FWHM)

Beam quality M2 @ 1064 nm 1.5

Beam quality M2 @ 935 nm 7.6

Beam quality M2 @ 532 nm 1.8

Beam divergence (all) 1 mrad

Line width @ 1064 nm 54 MHz (FWHM)

Line width @ 935 nm 150 MHz (FWHM)

Frequency stability @ 1064 nm ≤1 MHz

Frequency stability @ 935 nm ≤30 MHz

Spectral purity @ 935 nm ≥99.9%

Spectral purity @ 532 nm ≥99.995%

aEnergy values in brackets are valid for a reduced spectral purity of
99%

rate of 50 Hz. Two identical laser systems are operated tem-
porally interleaved, resulting in a total pulse rate of 200 Hz
and a repetition rate for the four-wavelength pulse train of
50 Hz (see Fig. 2). The residual pump radiation at 1064
and 532 nm, which is not converted by SHG and/or OPO,
is also transmitted into the atmosphere and used for aerosol
measurements. Table 1 summarizes measured values for the
most important performance parameters of the transmitter.
The individual sub-systems are described in more detail in
the following sections.

2.1 Pump laser

To guarantee stable single-mode operation, the master oscil-
lator is implemented as a passively Q-switched monolithic
Nd:YAG ring laser [17] with inherent longitudinal mode se-
lection (MephistoQ, Innolight GmbH). For highest stability
under pressure/temperature changes and vibrations, the op-
tical components of this laser were integrated into a custom-
made pressure-tight, monolithic housing. This master laser
operates at a repetition rate of 4 kHz with an output energy
of 40 µJ per pulse at 1064 nm. The pulse length is 7.7 ns full
width at half maximum (FWHM).

The frequency of this laser is temperature-tunable with a
coefficient of 3.86 GHz/K. Each 4.5 GHz a mode hop oc-
curs. The free spectral ranges overlap by nearly half of their

Fig. 3 Time series and histogram of the pulse-to-pulse frequency jit-
ter of the Nd:YAG master oscillator, measured against a Lightwave
124-1064-100 CW laser using a heterodyne technique. Measurements
were taken at the pump repetition rate of the amplifier chain (100 Hz).
Since the reference laser was not absolutely stabilized, variations on
time scales larger than one minute were removed by high pass filtering

width, so that for each given wavelength, it is always pos-
sible to find a temperature where the laser runs stably in a
single longitudinal mode. In addition it is possible to modu-
late the output wavelength of the master oscillator by induc-
ing a small amount of mechanical stress on the laser crystal.
This is done by a piezo transducer and allows for a full wave
modulation of up to 30 MHz. Both, temperature and stress
tuning schemes are used to stabilize the laser to a iodine (I2)
line for High Spectral Resolution Lidar (HSRL) measure-
ments of aerosol extinction (see [18] for an explanation of
this technique). To accomplish the locking to the I2-line, the
laser is stress-modulated with a 100 Hz sine wave in phase
with the pump pulse for the power amplifier stages (see be-
low). Part of the output radiation is frequency doubled in
a 10-mm-long KTP crystal and transmitted through a 50-
mm-long absorption cell, filled with about 50 Pa of iodine.
A standard lock-in technique is used to stabilize the laser to
the line center by controlling the oscillators crystal temper-
ature. Typically the I2 line at 18787.8098 cm−1 (line 1109
according to [19]) is used for HSRL measurements. The ab-
solute stability is estimated to be better than 1 MHz, and the
short-term (<60 s) pulse-to-pulse frequency jitter was mea-
sured to be better than 300 kHz RMS (see Fig. 3) using a
heterodyne technique [20–22].

Since the master oscillator is passively Q-switched, the
timing of the output pulses is not controllable on a shot-to-
shot basis. To synchronize the timing to the power amplifier
stages, the current of the pump laser diode of the master is
controlled by a phase-locked loop. The residual timing jitter
is below ±1 µs as can be seen from Fig. 4. This is sufficient
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to synchronize the master laser to the pump pulse of the am-
plifier chain. The timing of the lidar data acquisition, where
a lower jitter is mandatory, is triggered by the outgoing light
pulses.

A three-stage amplifier chain, side-pumped by diodes, is
used to achieve the desired output pulse energy. The am-
plifiers are pumped at a repetition rate of 100 Hz and syn-

Fig. 4 Time series and histogram of the pulse-to-pulse timing jitter
of the Nd:YAG master oscillator relative to an external clock source.
Measurements were taken at the pump repetition rate of the amplifier
chain (100 Hz)

chronized with the master oscillator using a phase-locked
loop (see Fig. 5), i.e., every 40th master oscillator pulse is
amplified. Within each amplifier pump chamber, 60 quasi-
continuous-wave (QCW) laser diodes emitting at 808 nm
are arranged in a five-fold symmetry around the 110 mm
long Nd:YAG rod. These diodes are operated at a current of
85 A resulting in a total optical power of 5 kW per chamber.
The pump chambers were designed by Rofin Sinar AG and
use diodes from DILAS GmbH.

The preamplifier stage uses an Nd:YAG rod with 3 mm
diameter and 0.9% Nd doping. For a pump duration of
140 µs, the resulting single-pass small-signal gain is approx-
imately 100. The preamplifier is built up in a polarization-
coupled double pass configuration. For better compensation
of the thermally induced birefringence within the laser rod,
a Faraday rotator is used for polarization rotation after the
first pass [23]. The total saturated double-pass gain is about
120 resulting in an output pulse energy of 50 mJ. Since the
preamplifier has a very high double-pass small-signal gain
of more than 104, it is very sensitive to back-reflections.
Therefore Faraday isolators are put into the entrance and
exit paths of this stage. A half-wave plate mounted into a
motorized rotation stage allows control of the input energy
to the main amplifier stages.

The main amplifier uses two identical pump chambers,
each equipped with rods of 6 mm diameter, 110 mm length
and 0.5% Nd doping. Operated at 220 µs pump-pulse du-
ration, these stages give a total saturated gain of more than

Fig. 5 Schematic optical layout
of the pump laser
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Fig. 6 Pump laser beam propagation calculations. Shown are the nominal second-moment radii for both axes of the beam. The master laser is
located at distance zero

Fig. 7 Measurement of beam propagation parameter M2 at the fun-
damental wavelength of the pump laser at 405 mJ pulse energy. Data
shown for the principal axis a (blue) and b (red) and the equivalent
radius r = √

rarb (green)

8 resulting in a total output pulse energy >400 mJ. A 90°
polarization rotator in between the two chambers is used for
birefringence compensation [23].

The thermal lens induced by a radial thermal gradient
within the rods is compensated by means of a convex mirror
(R = 750 mm) for the preamplifier and two adjustable tele-
scopes before and after the main amplifier stages. To guide
a proper layout and adjustment of these compensation el-
ements, Gaussian beam propagation calculations were per-
formed. Figure 6 shows the nominal beam radius along the
optical path of the laser. The beam propagation parameter
M2 was adjusted within each rod to measured values to ac-
count for distortions caused by spatially nonuniform ampli-
fication, beam truncation, and higher-order thermal aberra-
tions. The M2 values measured after the oscillator, pream-
plifier first pass, preamplifier second pass, first main ampli-
fier, and second main amplifier (whole laser) are in this or-
der: 1.05, 1.1, 1.2, 1.35, and 1.5. Figure 7 shows a beam
parameter measurement for the total laser at 405 mJ out-
put pulse energy. The beam propagation parameter was mea-
sured according to the second-moment method as described

Fig. 8 Far-field beam profile of the Nd:YAG pump laser at the fun-
damental wavelength and a pulse energy of 405 mJ. The solid drawn
ellipse shows the second-moment radius determined according to the
ISO11146 standard. The background is estimated from the rectangular
regions shown near the corners

by the ISO11146 [24] standard using an f = 500 mm lens
and a CCD camera with 6.75 µm spatial resolution (see
Fig. 8 for a single-beam profile measurement). Since the
beam of the master laser is slightly elliptical, calculations
are shown for both principal axes. These calculations were
verified by beam parameter measurements at various points
along the optical axis. The beam propagation through the
main amplifiers was chosen symmetrically with respect to
the plane of the 90° polarization rotator to optimize the ef-
fect of birefringence compensation (see [23, 25, 26] and ref-
erences therein).
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Fig. 9 Temporal pulse shapes of the (undepleted) fundamental radi-
ation and the frequency-doubled light (upper panel). The lower panel
shows the time-resolved conversion efficiency. See main text for details
of measurement

The fundamental radiation from the Nd:YAG laser is fre-
quency doubled using a 10 mm × 10 mm× 10 mm potas-
sium titanyl phosphate (KTiOPO4 or KTP) crystal in Type
II configuration (oe → o). At full laser power, a conversion
efficiency of 55% is reached, which allows the OPO to be
pumped with energies of up to 220 mJ.

Figure 9 shows the temporal shapes of the (undepleted)
1064 nm pulse and the 532 nm pulse measured with a 2 GHz
bandwidth 0.2 mm diameter Si-photo-diode at the center of
the beam profile. The lower panel shows the corresponding
conversion efficiency, which reaches peak values of up to
80%. A special feature of the passively Q-switched oscil-
lator, which can be seen in Fig. 9, is the slowly increasing
leading slope of the pulse. The pulse at 1064 nm has a total
length of about 100 ns, whereas the FWHM is ≈8 ns only.
Since the range resolution of the lidar system is about 15 m,
corresponding to a time resolution of 100 ns, this feature
has no effect on the lidar measurements. Of course the total
doubling efficiency could be enhanced by suppressing the
leading edge of the pulse (e.g., by Pockels cell), but this has
not been implemented yet to keep the system setup simple.

The SHG crystal from Cristal Laser S.A. is temperature-
stabilized to about 80°C to reduce the risk of gray-track for-
mation [27]. After a mechanical coarse adjustment phase

Fig. 10 Optical layout of the OPO for 935 nm generation. The cen-
tral four mirror ring resonator is surrounded by additional optics to
reestablish a linear polarization for the remaining pump radiation and
to recombine all beams on a common axis after appropriate expansion
by adjustable telescopes

matching is optimized by temperature tuning to avoid a
vibration-sensitive kinematic mount.

The whole pump laser including the optics and all elec-
tronic subsystems like power supply and diode drivers is in-
tegrated into a single housing with 701 mm × 412 mm ×
257 mm dimensions. Only the water-cooling loop, operat-
ing at 33°C to prevent condensation under high-humidity
environmental conditions, is housed in an external unit. The
electrical power consumption at full optical output power of
40 W at 1064 nm is 750 W, thus giving a wall-plug efficiency
of 5.3%.

2.2 Frequency converter (OPO)

The OPO is realized as a walk-off-compensated, injection-
seeded, dual-crystal, singly-resonant planar four-mirror
ring-oscillator with idler dumping between the crystals. The
principal design has been described by Mahnke et al. [28].
Figure 10 shows the optical layout together with the beam
conditioning and recombination optics for the aerosol wave-
lengths. The optical length of the cavity is 15 cm, resulting
in a longitudinal-mode separation of 2.0 GHz.

The two 10 mm × 10 mm × 10 mm KTP crystals are
mounted on a common rotation stage for a coarse wave-
length setting. The total tuning range of the OPO is about
±10 nm, limited by mechanical constraints of the crys-
tal rotation stage and the dielectric coatings of the mir-
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Fig. 11 Mean output power (solid) and conversion efficiency (dashed)
from 532 to 935 nm of the OPO as functions of the incident average
pump power at 100 Hz repetition rate. Measurement shown is for un-
seeded operation

rors. But, due to the restricted tuning range of the seed
lasers, only wavelengths between 935.0 and 936.0 nm are
accessible without an exchange of components within the
seed laser system. For fine tuning and fast switching of the
phase-matching angle, each crystal is mounted on its own
piezo-transducer-driven flexure stage. The fine tuning range
is ±0.5 nm, so all H2O absorption lines shown in Fig. 1
are selectable on a shot-by-shot basis. An intra-cavity shut-
ter allows the OPO to be switched off for diagnostic pur-
poses (e.g., measurement of pump depletion) and a second
remotely controllable shutter allows the seed beam to be
blocked for an optimal adjustment of the central wavelength
of the free-running OPO.

The output coupler has a reflectivity of 30% which was
found to give optimum results [28]. Figure 11 shows the
output power of the OPO at 935 nm as a function of the
pump power at 532 nm and the corresponding conversion
efficiency. The measurement shown is for unseeded opera-
tion. The output at full pump power is about 5% higher if the
OPO is seeded. The OPO threshold is at 1.7 W, and no satu-
ration by back conversion is noticeable up to a pump power
of 12 times above threshold.

The beam propagation parameter M2 at 935 nm is about
2.5 if the (seeded) OPO is operated 4 times above thresh-
old but rapidly increases to 7.6 at full pump power (12 times
above threshold). In unseeded mode the M2 at full power
reaches values larger than 10. These values are not partic-
ularly low but are fully adequate for our application, since
they allow to achieve the required divergence of 1 mrad (see
Table 1) with a beam diameter that fits through the aircraft
window. At the same time, these values are in full accor-
dance with the numbers reported in [29, 30]. Other tech-
niques to enhance the spatial beam profile of OPOs are the
use of an image-rotating cavity-design [31–33] or a master-
oscillator/power-amplifier setup as described in [34]. How-
ever, this would have lead to a higher complexity of the sys-
tem without need.

Fig. 12 OPO diagnostic setup. The leak of the outgoing radiation
at 935 nm behind mirror M7 in Fig. 10 is coupled into a polariza-
tion-maintaining single-mode fiber and mixed with part of the fre-
quency-shifted seed radiation on a fast photo-detector for monitoring
the frequency of the transmitted pulse. The radiation leaking from mir-
ror OPO1 in Fig. 10 is coupled into a multi-mode fiber and distrib-
uted to a grating spectrometer for coarse wavelength adjustment and a
100 m long multi-pass absorption cell for spectral purity monitoring.
For clarity, only the components for one laser system are shown

To monitor a proper single longitudinal mode operation
of the OPO, the frequency difference between the outgo-
ing high power pulses and the seed radiation is measured
on a shot-by-shot basis. For this purpose, part of the seed
light (≈100 µW) is frequency shifted with an acousto op-
tic modulator (AOM) by 450 MHz and mixed with the out-
going pulse on a fast (bandwidth >1 GHz) photo diode.
Figure 12 shows the optical layout of this—mostly fiber-
coupled—diagnostics. For each pulse, the beat signal is dig-
itized by an 8 bit/2 GHz transient recorder (Acqiris DC241),
and its power spectrum is calculated by fast Fourier trans-
form (FFT). Figure 13 shows a typical beat signal and the
corresponding power spectrum. From the power spectrum
the frequency offset of the output pulse relative to the seed
laser is calculated as the centroid (or first moment) of the
spectral distribution. This method is commonly used by het-
erodyne lidar for wind detection [35] or for laser diagnostics
[20–22, 36–39].

In addition to the beat signal, a second fiber-coupled
diagnostics branch includes a grating spectrometer (Ocean
Optics HR4000) with 0.3 nm (FWHM) resolution for wave-
length adjustment of the free running (i.e., unseeded) OPO
and a multi-pass absorption cell (New Focus 5612) with an
effective path length of 100 m (see Fig. 12). This cell is
filled with about 1200 Pa of pure H2O and is used to mea-
sure the spectral purity of the OPO radiation, which is de-
fined as the ratio of the energy within the seeded longitudi-
nal mode and the total pulse energy (see [16] for a closer
examination of this technique). At the H2O-absorption line
at 10687.36209 cm−1, the strongest line within the 935 nm
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Fig. 13 Beat signal of the OPO output pulse with the fre-
quency-shifted seed laser (upper panel). The diamonds show the ac-
tual sampled data points and the solid line is interpolated from them by
the sin(x)/x interpolation kernel. The corresponding power spectrum
with central frequency and bandwidth estimates is shown in the lower
panel. The dashed vertical line marks the frequency offset generated
by the AOM (450 MHz)

absorption band, the theoretical residual transmission of the
cell is less than 10−16. At the same time, the broadband
spectrum of the unseeded OPO is attenuated only by the fac-
tor 0.83. Thus, any residual transmission through the cell is
a direct measure of spectral impurity, as long as the spectral
impure part of the OPO output has about the same spectral
shape as the radiation from the unseeded OPO, an assump-
tion which is supported by the studies [40, 41].

In order to enable optimum injection seeding, the res-
onator length has to be matched to a multiple of the wave-
length of the seed radiation. For this purpose, one of the
mirrors of the resonator ring is mounted on a piezo-electric
transducer (OPO3 in Fig. 10). An error signal for the cav-
ity control loop is generated by monitoring the frequency
difference between the outgoing pulse and the seed radia-
tion as measured by the heterodyne diagnostics described
above. Figure 14 shows a measurement, where the OPO cav-
ity length was scanned while the seed laser was stabilized to
a strong water vapor absorption line at 10687.36209 cm−1.
As can be seen from Fig. 14a, b, the OPO pulses show a
strong mode in the spectral vicinity of the seed radiation
which follows the tuning characteristics of the passive cav-
ity in a range of ±200 MHz. Panel (c) of Fig. 14 shows the
corresponding transmission of the multi-pass cell indicating
that only for a frequency difference near zero, 99.9% of the
OPO radiation is concentrated within the central mode.

Fig. 14 Mode pulling of the OPO. a Frequency offset of the pulsed
radiation relative to seed laser and calculated frequency tuning of the
passive cavity (dashed). b Beat signal strength. c Transmission of the
pulsed 935 nm radiation through a saturated H2O-cell (for further ex-
planation, see main text)

This type of cavity-length control was selected because
most of the techniques typically used for lasers fail to work
well for the OPO. The widespread buildup-time reduction
method [42] is hard to apply because the time reduction of
our OPO is only about 100–200 ps. Methods monitoring the
transmission of the passive cavity like ramp-and-fire [43] or
Pound–Drever–Hall [44] suffer from the fact that the finesse
of the cavity with 70% output coupling is very low compared
to the stability requirement of better than 1/100 of the free
spectral range, and no finesse enhancement by an active gain
medium is present.

A disadvantage of the stabilization scheme used for the
OPO is that it is not possible to react to vibrations with fre-
quencies exceeding half the repetition rate of 50 Hz. How-
ever, the OPO cavity is a small ring milled from a mono-
lithic aluminum block and has a lowest resonance frequency
of 2 kHz, which is well above the excitation spectrum from
the aircraft. Within more than 300 hours, no disturbance of
injection seeding by vibrations has been observed during ac-
tual flight operation.

For strong absorption lines, it is possible to monitor the
spectral purity of the OPO radiation by means of the 100 m
multi-pass cell. However, this method fails for the weaker
H2O-lines used for the boundary layer where a much longer
cell would be necessary. Therefore a method was developed
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Fig. 15 Mode spectrum of the DFB lasers measured with an opti-
cal spectrum analyzer (ANDO AQ6317B). Only the next two nearest
neighbors of the main mode fall into the gain range of the OPO

which measures the suppression of the first two side modes
of the OPO by a technique similar to the heterodyne monitor
for the central mode described above. This allows for an on-
line optimization of the coupling of the seed beam into the
OPO cavity and an offline selection of laser pulses with suf-
ficient side-mode suppression and hence high spectral pu-
rity. Details will be discussed in a separate paper.

The different beams (1064 nm/935 nm/532 nm) are in-
dividually expanded to a diameter of about 20 mm and ad-
justed to a divergence of 1 mrad to meet eye-safety restric-
tions at a distance of about 6 km from the transmitter. The
wavelengths for aerosol measurements are fed through high-
power polarizers to enable highly sensitive atmospheric de-
polarization measurements. All beams are combined by di-
electric mirrors onto the same optical axis.

Currently, we have to reduce the pump energy of the OPO
to about 7 times above threshold to get a spectral purity of
better than 99.9%. Further improvements to use the fully
available pump energy are currently under discussion.

2.3 Seed laser system

To seed the OPOs, four independent distributed feedback
(DFB) laser diodes are used. These diodes were manufac-
tured by Nanoplus GmbH using a special process which al-
lows the single-mode operating range of the lasers to be se-
lected without an overgrow step and allows for a reasonable
price at small quantities [45]. The diodes are operated at a
current of 80 mA, resulting in an output power of 35 mW.
The side-mode suppression is larger than 40 db (i.e., 1/104)
in the vicinity of the main mode, which can be seen in
Fig. 15. A good side mode suppression is essential to guar-
antee a good spectral purity of the OPO output.

The wavelength of the diodes can either be temperature
or current controlled with coefficients of ≈0.068 nm/K and

≈0.01 nm/mA, respectively. Temperature tuning by a Peltier
element between 20 and 35°C allows the (vacuum) wave-
length to be set to an arbitrary value within the interval from
935.0 to 936.0 nm. After the wavelength of a DFB-diode has
settled to within about 0.001 nm, we switch to the faster cur-
rent tuning to stabilize the wavelength to an H2O-absorption
line.

To keep the bias for DIAL measurements in the lower
stratosphere below 1%, an absolute frequency stability of
better than 60 MHz is required [9]. For the lower parts of the
troposphere, the stability requirements can be significantly
relaxed due to the pressure broadening of the absorption
lines. To assure an absolute frequency stability of better than
60 MHz, the DFB-laser for the strongest H2O-absorption
line is locked to a 36 m multi-pass absorption cell (Aero-
dyne AMAC-36) filled with 80 Pa of pure water vapor. For
this, the laser is current-modulated by a 4 kHz sine wave
which is phase-locked to the pump laser so that the seed
process occurs at the zero crossing of the modulation. The
current modulation results in a frequency modulation with
an amplitude of about ±200 MHz. Then, a standard lock-in
technique is used to stabilize the DFB-laser to the center of
the H2O-absorption line. Locking to the center essentially
makes the wavelength insensitive to changes of the water
vapor pressure in the cell and to laser power fluctuations.

Since the current modulation does not only modulate the
frequency but also the output power of the laser diodes, an
offset has to be subtracted from the output signal of the lock-
in amplifier. This offset is determined from a scan over the
absorption line and is usually small; and not to correct this
effect would lead to a frequency error of about 100 MHz.

The other three DFB diodes are stabilized to a waveme-
ter (High Finesse WS7), which is continuously re-calibrated
against the first DFB laser (see Fig. 16). Although the
wavemeter is specified to have an absolute accuracy of bet-
ter than 60 MHz, which would be sufficient to fulfill our
requirements, we saw misreadings of up to 200 MHz with
changing cabin pressure of the aircraft. Therefore we kept
the stabilization of the most sensitive seed laser to an absorp-
tion cell in spite of the increased complexity and weight.

Besides the requirement for an absolute frequency sta-
bility of the seed laser system, also the short-term shot-to-
shot stability has to be good enough not to disturb the in-
jection seeding of the OPO. Since our OPO cavity control is
only able to respond to seed laser frequency changes within
a few laser shots, the short-term seed frequency jitter has
to be smaller than the acceptance range of the OPO. For a
good spectral purity, this range is about 1/100 of the free
spectral range or ±20 MHz (see Sect. 2.2 and [28]). To as-
sess the short-term frequency variations, the following mea-
surement was set up: The first DFB laser was locked to a
strong H2O-absorption line using the multi-pass cell, and a
second laser was stabilized to a nominal offset of 513.6 MHz



M. Wirth et al.

Fig. 16 Seed lasers with
wavelength control

Fig. 17 Short-term frequency deviation between the H2O-cell locked
seed laser and a second seed laser lock to an offset of 513.6 MHz
(1.5 pm) using the wavemeter (upper panel). The lower panel shows
the histogram of the deviations for a run of 1000 s (105 laser shots).
The standard deviation is 14.5 MHz, and the mean deviation from the
513.6 MHz offset is 6.0 MHz

(1.5 pm) using the wavemeter. The light of the two lasers
was then coupled by a polarization maintaining single-mode
fiber combiner and monitored by a fast photodiode. By mix-
ing on a square-law detector a high-frequency signal is gen-
erated which has a frequency that is exactly the difference
of the frequencies of the two DFB-lasers. Figure 17 shows
a time series of the difference frequency of the two DFB
lasers made at the repetition rate of the laser (100 Hz), where
the deviation from the nominal offset of 513.6 MHz is plot-
ted. Most of the time the shot-to-shot variations are below

5 MHz accompanied by a slow drift which represents no
problem to the cavity control loop. Once in a while, large
20 MHz steps occur which correspond to the smallest com-
puter controllable current steps possible by the diode drivers
(Thorlabs ITC5022), but even these are within the required
bounds. The lower panel of Fig. 17 shows the histogram
of a 1000 s run. The standard deviation is 14.5 MHz and
the mean offset from the nominal value is 6.0 MHz, which
shows that the relative accuracy of the wavemeter is within
the 10 MHz bound specified by the manufacturer. It should
be noted that since both lasers drift individually around their
mean frequency values, the standard deviation for one laser
is expected to be

√
2 smaller than the value of the relative

difference given above.
After collimation, the radiation from the DFB lasers is

fed through optical isolators with 30 dB isolation and then
coupled into polarization-maintaining single-mode fibers.
We regularly achieve coupling efficiencies of 40% to 50%.
All connections, power splitters, and switching optics of
the seed laser system are fiber-coupled using polarization-
maintaining single-mode fibers. Two DFB-lasers are alter-
nately switched to one OPO cavity by fiber-coupled micro-
electromechanical switches (MEMS). After all fiber-optic
components, a total seed laser power ≈7 mW is available
at the OPO cavity.

3 Receiver

The receiver uses a standard monostatic setup with a 48 cm
Cassegrain telescope, which can either be mounted in nadir
or zenith-viewing direction. The different wavelengths are
separated by dielectric beam splitters. Standard 1 nm band-
width interference filters are used to suppress the solar back-
ground. Depolarization channels are available at 532 and
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Fig. 18 Receiver layout. The detector box uses no focusing elements
before beam separation by dielectric mirrors to avoid the use of achro-
mats. All wavelengths for H2O measurements are fed through one in-
terference filter with 1 nm transmission-bandwidth onto the same de-
tector. The aerosol channels at 1064 and 532 nm are equipped with
double polarizing beam splitters for enhanced separation. For calibra-
tion of the depolarization channels, the whole detection unit can be
rotated about the optical axis of the telescope. The outgoing beams are
transmitted behind the secondary mirror of the receiving telescope with
a separation of 40 mm

1064 nm. To enable extinction measurements at 532 nm, part
of the backscattered light is fed through a 40 cm I2-cell with
a suppression of aerosol scattering of better than 104 (see
Fig. 18). Since the optical layout of the iodine cell and most
of the receiver optics were taken from a precursor system
described in [18], only the main parameters will be given
here (see Table 2).

For the 532 nm channels, photo-multipliers (PM) (Hama-
matsu R7400-U20) are used, and avalanche photo diodes
(APD) (Perkin Elmer C30955E-TC) for the infrared chan-
nels. The noise equivalent power (NEP) values given in Ta-
ble 2 are calculated from measurements of the output cur-
rent noise of the detectors (including amplifier and digitizer
contributions) and the responsivity values taken from the in-
dividual data sheets for each detector. The APDs are tem-
perature stabilized to 18°C to assure a constant responsivity.
The detectors, their high-voltage power supplies, the tem-
perature controllers (for the APD), the current amplifiers,
and the analog to digital converters are integrated into small
(108 mm × 80 mm × 51 mm), well-shielded modules to

Table 2 Receiver key parameters

Parameter Value

Telescope diameter 480 mm

Focal length 5 m

Transmitter coupling monostatic

Field of view (all channels) 1.6 mrad

Full overlap distance 800 m

Filter bandwidth (all channels) 1 nm

IF-Filter transmission (all channels) >50%

I2-cell aerosol scatter suppression ≥104

Detector type 1046 nm/935 nm APD

Detector type 532 nm PM

NEP 1064 nm 15 fW/
√

Hz

NEP 935 nm 8 fW/
√

Hz

NEP 532 nm 0.25 fW/
√

Hz

Pulse response (FWHM) (all chan.) 100 ns

Analog/Digital converter 14 bit

Sampling rate 10 MHz (15 m)

Table 3 Flight module data

Parameter Value

Total weight 450 kg

Dimensions L × W × H 1.7 m × 1.1 m × 1.2 m

Power consumption (laser system) 1500 W

Power consumption (total) 2000 W

reduce the risk of electromagnetic interference from laser
power supplies and other electronics like computers and air-
craft intercom. From 1000 s (105 profiles) averages with
covered detector residual baseline effects were estimated to
be below 3 × 10−7 of full scale.

4 Flight module

To facilitate an integration into DLR’s Falcon F20 aircraft
(D-CMET), a very compact setup had to be realized (see
Fig. 19). Table 3 gives the physical dimensions and power
consumption of the complete system. A single laser sys-
tem, including pump laser, OPO, beam-conditioning optics,
power supplies, and control electronics, is integrated into a
single housing with dimensions of 999 mm × 412 mm ×
257 mm. Two of these units are stacked over one another.

Finite-element mechanical (FEM) simulations were per-
formed to minimize overall weight at the given high stiff-
ness requirements for stable transmitter/receiver overlap.
The lasers and power electronics are cooled against the out-
side of the aircraft by a two-stage liquid cooling loop.
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Fig. 19 Instrument rack for integration into DLR’s Falcon F20 aircraft

5 Summary

To summarize, a new airborne water vapor differential ab-
sorption lidar has been realized. Its most important new at-
tribute is the use of four different wavelengths in the 935 nm
absorption band of H2O which enables the measurement of
water vapor profiles from the lower stratosphere to the plan-
etary boundary layer with high vertical resolution in all cli-
mate regions. The required wavelengths are generated by us-
ing two identical all-solid-state laser systems consisting of
an injection seeded KTP OPO pumped by a diode-pumped
Nd:YAG laser at a repetition rate of 100 Hz. These laser
transmitters feature several unique properties and significant
improvements over existing systems.

The Nd:YAG pump lasers are set up in a master-oscillator
power-amplifier configuration using a monolithic ring laser
as the master that inherently operates in a single longitu-
dinal mode. This passively Q-switched master laser is ac-
tively stabilized to an iodine absorption line resulting in a
high absolute long-term frequency stability of better than
1 MHz, which is a prerequisite for high spectral resolution
lidar measurements of aerosol extinction. The master laser is
amplified by a factor of 104 yielding a fundamental energy
of each laser exceeding 400 mJ per pulse. The pulse width
is about 8 ns, and the beam quality is excellent (M2 ≈ 1.5).
A second-harmonic conversion efficiency of 55% has been
achieved using KTP as the nonlinear optical crystal result-
ing in pulse energies of up to 220 mJ at 532 nm. The whole
laser including all electronics is set-up in a rugged housing
having a volume of less than 75 l. The wall plug efficiency
of the pump laser system to generate the pulses at 1064 nm
is 5.3%.

The OPO is set up as a four-mirror ring oscillator with
two KTP crystals in a walk-off compensated configuration.
Narrow-band operation of the OPOs is performed using in-
jection seeding. For this purpose, a seed laser system has
been designed using four different DFB lasers that are tuned

to the respective on- and offline wavelengths. While one
of the DFB lasers is absolutely stabilized using a water
vapor absorption cell, the others are stabilized relative to
this master laser using a wavemeter. Herewith a frequency
stability of better than 20 MHz is achieved for all seed
lasers. Each two lasers seed one of the OPOs. The switch-
ing between wavelengths is performed on a shot-to-shot ba-
sis using fast polarization-maintaining fiber-coupled MEMS
switches. The whole seed laser system is fully fiber-coupled
resulting in high stability in a modular set-up. In order to
actively match the OPO cavity length to the seed wave-
lengths, both OPOs use a heterodyne technique. Hereby the
frequency offset between seed wavelength and every out-
going OPO pulse is measured to generate the error signal
for cavity tuning. The injection seeded OPOs deliver about
60 mJ of output energy with a decent beam quality (M2 < 8)
in 5.5 ns long pulses. The linewidth is ≤150 MHz. Usually,
for lidar operation, the output energy of the OPOs is reduced
to ≈45 mJ per pulse. Under these conditions, the spectral
purity of the OPOs is reliably better than 99.9%. The OPO
signal waves and the nondepleted fundamental and second
harmonic of the pump lasers are transmitted into the at-
mosphere, the latter after polarization filtering. The receiver
features not only detectors for all transmitted wavelengths
but also cross-polarized channels at 1064 and 532 nm to
measure the depolarization of the backscattered light and an
iodine vapor cell through which part of the received 532 nm
light is transmitted to suppress aerosol backscatter to bet-
ter than 10−4 in order to retrieve aerosol extinction using
the HSRL technique. Since its completion the lidar system
has confirmed its unique capabilities in a variety of airborne
campaigns performed under different climatic conditions
ranging from the Subtropics to the Arctic. The system has
demonstrated its capabilities as a state-of-the-art instrument
for airborne atmospheric research and also as a demonstrator
for future space-borne water vapor DIAL instruments.
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